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 Purpose: To assess how computer-aided detection (CAD) affects 
reader performance in detecting early lung cancer on 
chest radiographs.
 Materials and 
Methods: 
In this ethics committee–approved study, 46 individuals 
with 49 computed tomographically (CT)-detected and his-
tologically proved lung cancers and 65 patients without 
nodules at CT were retrospectively included. All subjects 
participated in a lung cancer screening trial. Chest radio-
graphs were obtained within 2 months after screening CT. 
Four radiology residents and two experienced radiologists 
were asked to identify and localize potential cancers on 
the chest radiographs, fi rst without and subsequently with 
the use of CAD software. A fi gure of merit was calculated 
by using free-response receiver operating characteristic 
analysis.
 Results: Tumor diameter ranged from 5.1 to 50.7 mm (median, 
11.8 mm). Fifty-one percent (22 of 49) of lesions were 
subtle and detected by two or fewer readers. Stand-alone 
CAD sensitivity was 61%, with an average of 2.4 false-
positive annotations per chest radiograph. Average sen-
sitivity was 63% for radiologists at 0.23 false-positive 
annotations per chest radiograph and 49% for residents 
at 0.45 false-positive annotations per chest radiograph. 
Figure of merit did not change signifi cantly for any of the 
observers after using CAD. CAD marked between fi ve and 
16 cancers that were initially missed by the readers. These 
correctly CAD-depicted lesions were rejected by radiolo-
gists in 92% of cases and by residents in 77% of cases.
 Conclusion: The sensitivity of CAD in identifying lung cancers depicted 
with CT screening was similar to that of experienced radi-
ologists. However, CAD did not improve cancer detection 
because, especially for subtle lesions, observers were unable 
to suffi ciently differentiate true-positive from false-positive 
annotations.
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routine work-up or for follow up of 
screening-detected lesions and also for 
clinical causes unrelated to screening. 
We included all chest radiographs ob-
tained between April 2004 and January 
2008 in this group of subjects under 
the following conditions: In patients 
in whom a pulmonary malignancy was 
detected at screening CT and was his-
tologically confi rmed (cases), chest ra-
diography had to be performed within 
6 weeks after screening CT; in the other 
subjects (control subjects), chest radi-
ography had to be performed within 
2 months of screening CT and no nod-
ules larger than 5 mm in diameter had 
to be present at the screening CT. In to-
tal, the control subjects had 43 nodules 
that were smaller than 5 mm at CT. 
These nodules had an average diameter 
of 3.9 mm (range, 3.1–5.0 mm) and 
did not show malignant growth during 
a minimal 2-year follow-up in the CT 
lung cancer screening study. None of 
the control subjects developed lung can-
cer during this follow-up period. Chest 
radiographs for which the radiology re-
port mentioned pulmonary abnormali-
ties other than chronic obstructive pul-
monary disease were excluded. 
 Acquisition of Images 
 All chest radiographs were obtained by 
using a cesium iodide amorphous silicon 
to be subsequently accepted by the radi-
ologists as true-positive (TP) or rejected 
as false-positive (FP) annotations. The 
fi nal detection rate by the reader will be 
infl uenced by the interaction between 
the reader’s perception, the performance 
of the CAD system, and the reader’s 
capability to differentiate TP from FP 
candidate lesions. 
 CAD is most useful when it is able to 
depict lung cancer in patients who have 
an increased risk but who do not have 
disease-related symptoms, meaning that 
the tumor is detected at such an early 
stage that it is characterized by a better 
prognosis ( 11 ). We therefore conducted 
a case-control study that included only 
cases of lung cancer that were detected 
during a CT-screening study. 
 CAD systems are constantly being 
improved with the aim of increasing 
sensitivity, while simultaneously decreas-
ing the number of FP lesions. The pur-
pose of this study was to assess how 
CAD affects reader performance in the 
task of detecting early lung cancer on 
chest radiographs. 
 Materials and Methods 
 Study Population 
 All chest radiographs used in this study 
were retrospectively collected from par-
ticipants from two centers (Utrecht 
and Groningen, the Netherlands) of the 
Dutch-Belgian Randomized Lung Can-
cer Screening, or NELSON, trial ( 12 ). 
This trial was approved by the Ministry 
of Health and by the ethics committee of 
each participating hospital. Participants 
were aged between 50 and 75 years and 
were current or former heavy smokers, 
refl ecting a population with high risk of 
developing lung cancer. 
 In this population of 4938 partici-
pants at the two centers, chest radio-
graphs may be ordered for preoperative 
 Chest radiography is still the most commonly used technique in clini-cal routine to rule out chest dis-
ease, to study the effect of treatment, 
and to follow up patients. Missing a lung 
cancer on a chest radiograph is one of 
the most frequent causes for malprac-
tice lawsuits in radiology ( 1 ). However, 
the task of detecting focal lung lesions 
is challenging: Sensitivity for detecting 
bronchopulmonary malignancies with 
chest radiographs ranges only 36%–84%, 
depending on the study population and 
tumor size ( 2–6 ). 
 Several authors have reported that 
many missed lesions can be detected in 
retrospect ( 7–10 ). Pulmonary lesions can 
be missed for two reasons: either they 
are overlooked or they are misinter-
preted as normal structures. To increase 
the sensitivity of chest radiography in 
depicting pulmonary nodules, computer-
aided detection (CAD) systems are 
currently being developed. The goal of 
CAD is to identify lesions that might be 
overlooked and missed by the reader. 
 The current standard paradigm for 
the use of CAD systems is to use CAD as 
a second reader. After the radiologist 
has evaluated the image, CAD offers a 
number of candidate lesions, which have 
 Implication for Patient Care 
 The tested CAD system has high  n
detection rates, but the surplus 
of false-positive annotations for 
subtle lesions alters the detection 
task into a differentiation task. 
 Advances in Knowledge 
 Experienced radiologists and the  n
tested computer-aided detection 
(CAD) system have similar sensi-
tivity for detecting early lung 
cancers with use of chest 
radiographs. 
 CAD was able to mark between  n
fi ve and 16 cancers initially 
missed by the observers. 
 No statistically signifi cant  n
improvement in detection of 
early lung cancer could be dem-
onstrated with the use of CAD. 
 The observers accepted approxi- n
mately fi ve times more false-
positive CAD annotations than 
true-positive CAD annotations. 
 In a subselection of more con- n
spicuous lesions, CAD signifi -
cantly improved nodule detection 
for less-experienced observers. 
 Published online before print 
 10.1148/radiol.10092437 
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 Abbreviations: 
 CAD = computer-aided detection 
 FOM = fi gure of merit 
 FP = false-positive 
 FROC = free-response receiver operating characteristic 
 TP = true-positive 
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with 6 years of experience (observer A), 
one chest radiologist with more than 
20 years of experience (observer B), 
and four radiology residents with ex-
perience that varied from 1 to 4 years 
(observers C–F). Observers knew that 
the study group was chosen from a lung 
cancer screening trial and they were 
also told that some patients might have 
more than one malignant lesion. Two 
of the observers (reader B and E) had 
used the CAD system before during 
other reader studies, but none of the 
readers had routine experience. To fa-
miliarize the observers with the CAD 
system, fi ve cancer cases that were not 
included in the observer study were 
shown to the observers without and 
with CAD annotations before the start 
of the study. 
 Each chest radiograph was fi rst eval-
uated without and subsequently with 
CAD results, and observer readings were 
recorded separately. On a per-patient 
basis, the observers were asked to docu-
ment all potentially malignant focal 
abnormalities seen on the chest radio-
graph on a separate paper printout with 
respect to the anatomic lesion locations 
posterior projection. According to the 
manufacturer, the algorithm was opti-
mized to detect nodules of 9–30 mm in 
diameter, although in practice, it also 
marks larger and smaller nodules. 
 Stand-Alone CAD Performance 
 To assess stand-alone performance of 
the CAD system, annotations were la-
beled TP if the suspicious lesion was lo-
cated at least partially within the central 
50% of the circular CAD annotation. 
 Observer Study 
 Images were evaluated on Digital Imag-
ing and Communications in Medicine-
calibrated liquid crystal display moni-
tors (MFGD 3220D; Barco, Kortrijk, 
Belgium) with a matrix size of 2048  3 
1536. Options for magnifi cation and 
adaptation of window settings were 
available. All chest radiographs were 
anonymized. Posteroanterior and lat-
eral images were available for evalua-
tion. Chest radiographs were shown in 
alphabetical order on the basis of pa-
tient name to six independent observ-
ers. The observers varied in their level 
of experience: one general radiologist 
fl at-panel-detector unit (DigitalDiagnost; 
Philips, Best, the Netherlands). Images 
were processed by using nonlinear mul-
tifrequency-band processing ( 13 ); pa-
rameters recommended by the manu-
facturer were used. For all patients, 
posteroanterior and lateral projections 
were available. 
 The screening CT examinations were 
performed with 16  3 0.75-mm collima-
tion at 30 mAs and 120–140 kV, depend-
ing on weight. Sections of 1 mm thick-
ness were reconstructed every 0.7 mm. 
 Standard of Reference 
 In the cancer-positive cases, the exact 
location of each nodule on a chest ra-
diograph was determined by two observ-
ers who did not participate as a reader 
(B.d.H., radiology researcher with 
3 years experience in reading CT lung 
cancer screening studies). In case of 
doubt, he consulted an independent chest 
radiologist (M.P.). This chest radiolo-
gist also judged whether lesions were 
retrospectively visible on a chest radio-
graph. Both had access to chest radio-
graphs, as well as screening CT scans. 
Lesions that were, even with the knowl-
edge of the CT fi ndings, not visible on 
the chest radiograph were excluded 
from analysis. 
 Findings of all screening CT exami-
nations were evaluated for nodules ac-
cording to the criteria set by the lung 
cancer screening program ( 14 ). Volu-
metric software  ( Lung Care 5 VB10A-W; 
Siemens Medical Solutions, Erlangen, 
Germany) was used to assess nodule 
volume. This volume was used to cal-
culate the diameter on the basis of the 
assumption of a perfect sphere. 
 CAD System 
 We used a commercially available CAD 
system (Onguard 5.0; Riverain, Miam-
isburg, Ohio). The software highlights 
regions suspicious for containing a fo-
cal lung lesion by placing a circle of 5 cm 
in diameter around the suspicious area 
( Fig 1 ). Images are automatically pro-
cessed in the background so that results 
are immediately available on demand 
when the chest radiograph is being read 
by a radiologist. The program only 
analyzes the posteroanterior or antero-
 Figure 1 
  
 Figure 1: Chest radiograph shows TP (arrow) and FP CAD annotations in a 
patient with malignancy in the left upper lobe.  ROIs = regions of interest. 
Radiology: Volume 257: Number 2—November 2010 n radiology.rsna.org 535
 THORACIC IMAGING: Computer-aided Detection of Lung Cancer on Chest Radiographs de Hoop et al
( n = 3), malaise ( n = 1), and trauma 
( n = 1). 
 Cases did not differ significantly 
from the control subjects with respect to 
age and sex ( Table 1 ). Tumor diameter 
ranged from 5.1 to 50.7 mm (median, 
12.0 mm), with two lesions being larger 
than 30 mm. Conspicuity of malignan-
cies was very variable: Ten of 49 (20%) 
malignancies were detected by all six 
observers without the use of CAD. Fur-
thermore, 11 malignancies were detected 
by fi ve observers, two were detected by 
four observers, six were detected by 
three observers, fi ve were detected by 
two observers, and seven were detected 
by only one observer without the use of 
CAD. Eight (16%) malignancies were 
not detected by any of the observers 
without or with the use of CAD. None 
of the 43 small benign nodules in the 
control group was marked by either the 
CAD system or any of the observers. 
 CAD Stand-Alone Performance 
 The CAD stand-alone sensitivity was 
61% (30 of 49), with on average 2.4 FP 
annotations (range, zero to five) per 
chest radiograph. CAD depicted three 
malignancies that were initially not de-
tected by any of the observers. The di-
ameter of the CAD-depicted malignan-
cies ranged from 7.0 to 50.7 mm. 
 Observer Performance without CAD 
 Without CAD, the FOM was 0.72 for 
radiologists and 0.58 for residents 
( Table 2 ,  Fig 2 ). The radiologists had 
an average sensitivity of 63%, with 
0.23 FP annotations per chest radio-
graph. The residents had an average 
sensitivity of 49%, with 0.45 FP anno-
tations per chest radiograph. Twenty-
seven lesions were detected by at least 
three observers. In this subselection of 
more conspicuous lesions, the average 
FOM was 0.93 for radiologists and 
0.76 for residents, with an average sen-
sitivity of 96% for radiologists and 75% 
for residents. 
 Observer Performance with CAD When 
Lowering of Confi dence Scores Was 
Allowed 
 When the readers were allowed to 
change their ratings depending on CAD 
 Sensitivity was calculated as the 
number of TP markings divided by the 
total number of malignancies. All ob-
server markings, even those that were 
scored with low confi dence, were in-
cluded to calculate the sensitivity and 
the FP rate. 
 Since it is controversial whether 
application of CAD as a second reader 
also allows for discharge of candidates 
seen without CAD ( 20 ), we also evalu-
ated a situation in which the observers 
could only increase their suspicion with 
CAD while preserving all lesion loca-
tions seen without CAD. 
 In an effort to understand the effect 
of lesion conspicuity on our results, we 
performed a separate jackknife FROC 
analysis on conspicuous nodules, de-
fi ned as lesions that were detected by 
three or more readers. 
 To test for demographic differences 
between the cases and the control sub-
jects, we compared both groups with 
respect to sex by using a  x 2 test and age 
by using a Student  t test.  P values less 
than .05 were considered to indicate a 
signifi cant difference. 
 Results 
 Sample Characteristics 
 A total of 46 participants with 49 histo-
logically proved pulmonary malignancies 
met the criteria for the cancer-positive 
cases. Sixty-fi ve subjects met the crite-
ria for control cases. Indications for 
acquisition of the chest radiograph in 
the control group were exclusion of 
acute cardiovascular disease ( n = 18), 
chronic obstructive pulmonary disease 
( n = 18), screening for lung abnormali-
ties because of rheumatoid arthritis 
( n = 10), preoperative screening ( n = 10), 
unexplained fever ( n = 4), chronic cough 
and the readers’ confi dence scores by 
using a four-point scale (score of 1: 
potential lesion, very low degree of 
suspicion; score of 2: dubious lesion; 
score of 3: probable lesion; and score 
of 4, defi nite lesion). Observers were 
allowed to mark multiple suspicious 
lesions on each chest radiograph. They 
were instructed, however, to ignore 
nodules smaller than 5 mm in diameter. 
The researcher (B.d.H.) and the expe-
rienced radiologist (M.P.) who had not 
been involved in the readings analyzed 
all paper printouts, with the chest ra-
diographs and CT scans being available. 
The readers’ markings were considered 
TP if the centers of the markings were 
within the boundaries of the nodules 
on the chest radiograph. Locations that 
did not match with a lesion were classi-
fi ed as FP. 
 Data Analysis 
 Free-response receiver operating charac-
teristic (FROC) analysis of the observer 
study was performed as described by 
Swensson ( 15 ) on a per-marker ba-
sis. Jackknife FROC, especially devel-
oped to analyze observer free-response 
tasks ( 16–18 ), was used to analyze the 
FROC data. Jackknife FROC software 
(JAFROC, version 2.3a;  http://www
.devchakraborty.com ) ( 16,19 ) was used 
to compute a fi gure of merit (FOM). 
The FOM is defi ned as the probability 
that lesions (including unmarked le-
sions) are rated higher than nonlesion 
marks on  control chest radiographs ( 17 ), 
or, in other words, that lesions are 
given a higher confi dence rating for the 
presence of malignancy than normal 
fi ndings. Normal images with no marks 
and unmarked lesions are assigned a 
zero rating. The level of signifi cance was 
corrected for multiple comparisons by 
using Bonferroni correction. 
 Table 1 
 Demographic Characteristics of Study Participants 
Characteristic Cases ( n = 46) Control Subjects ( n = 65)  P Value 
Mean age (y) 64.0 (6.0) * 62.5 (5.3) * .18
No. of men/women 41/5 54/11 .37
 * Data in parentheses are standard deviations.
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 Observer Performance with CAD When 
Lowering of Confi dence Scores Was Not 
Allowed 
 When readers were only allowed to 
increase their confi dence scores after 
having CAD results, average FOM de-
creased from 0.72 to 0.70 for radiolo-
gists ( P  , .001) and from 0.58 to 0.57 
for residents ( P = .6). Average sensitiv-
ity increased from 63% to 64% (range, 
chest radiograph for radiologists and 
from 0.45 to 0.36 FP annotations for 
residents. 
 In the subselection of conspicuous 
lesions, average FOM remained 0.93 
for radiologists, but signifi cantly im-
proved for residents (from 0.76 to 0.82, 
 P  , .001). Sensitivity remained 96% for 
radiologists, but improved from 75% to 
84% for residents. 
suggestions, average FOM for the radi-
ologists did not change (0.72,  P = .98). 
Average FOM for the residents in-
creased from 0.58 to 0.61, but the im-
provement was not signifi cant ( P = .08) 
( Table 2 ). With CAD, the average sen-
sitivity of radiologists and residents 
remained virtually unchanged, 61% and 
51%, respectively. Specifi city improved, 
from 0.23 to 0.19 FP annotations per 
 Figure 2 
  
 Figure 2: Alternative FROC curves for detection of pulmonary malignancies by  (a, c) residents and  (b, d ) radiologists. Separate analysis for all lesions ( a, b ) and 
more conspicuous lesions seen by more than two observers ( c, d ) was performed. The FOM, which is area under the alternative FROC curve, improved signifi cantly 
for detection of more conspicuous lesions by residents if they were allowed to freely adjust their level of confi dence after being provided with the CAD output. The 
remaining alternative FROC curves did not signifi cantly change with use of CAD. 
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improve reader performance. Still, no 
signifi cant improvement in observer 
performance could be demonstrated 
with use of CAD as a second reader 
in the detection of nodules on chest 
radiographs. 
the two radiologists. The number of 
CAD-annotated malignancies that were 
initially not detected by observers var-
ied between fi ve and 16 per observer, 
out of a total of 49 malignancies, which 
indicates a vast potential for CAD to 
63%–65%) for radiologists and from 
49% to 55% (range, 41%–69%) for res-
idents, but the average number of FP 
annotations per chest radiograph also 
increased from 0.23 to 0.31 and from 
0.45 to 0.54, respectively. 
 Interaction between CAD and Readers 
 Together, the six observers placed a 
total of 66 new markings after having 
CAD results: 12 for TP CAD annota-
tions and 54 for FP CAD annotations. 
The number of additionally detected 
malignancies following TP CAD annota-
tions ranged from zero to six for the 
various observers ( Table 3 ). The resi-
dents benefi ted more from CAD than 
did the radiologists, but they also ac-
cepted more FP CAD annotations, on 
average one per 11 chest radiographs 
versus one per 19 chest radiographs for 
the radiologists. 
 Observers A, B, C, D, E, and F, re-
spectively, dismissed 23, 4, 35, 35, 3, 
and 17 of their own initial markings 
because CAD had not annotated these 
regions ( Table 4 ). The number of ma-
lignancies initially not seen by the ob-
servers but correctly annotated by CAD 
varied between fi ve and 16 per observer. 
Eighty percent (47 of 59) of these TP 
CAD annotations were rejected by the 
observers ( Table 3 ). An example is shown 
in  Figure 3 . 
 The average confi dence levels were 
generally low for new TP markings, 
new FP markings, and markings that 
were initially called but later dismissed 
after seeing CAD annotations, with 
confi dence levels of 1.9, 1.8, and 1.6, 
respectively. 
 Discussion 
 In this study we assessed how recently 
released, commercially available CAD 
software affected reader performance 
in detecting early lung cancer on chest 
radiographs. Stand-alone sensitivity of 
CAD was virtually identical to that 
of experienced radiologists: 61% in a 
dataset where 16% of the nodules were 
not detected by any of the observers. 
However, the number of FP annotations 
per chest radiograph was, on average, 
10 times higher with CAD than with 
 Table 4 
 Effect of CAD on the Number of TP, FP, True-Negative, and False-Negative Markings 
of the Observers 
 Radiologist  Resident 
Effect of CAD * A B Average C D E F Average
Positive
 FN to TP markings 0 1 0.5 3 0 2 6 2.8
 FP to TN markings 20 4 12 33 33 3 13 20.5
Negative
 TN to FP markings 3 9 6 13 13 1 15 10.5
 TP to FN markings 3 0 1.5 2 2 0 4 2
 * FN = False-negative, TN = true-negative.
 Table 3 
 Potential of CAD to Improve Observer Performance 
Radiologist Resident
Variable A B Average C D E F Average
No. of TP CAD 
 annotations initially not 
 detected by observers
5 7 6 13 5 16 13 11.8
No. of rejected TP CAD 
 annotations
5 6 5.5 10 5 14 7 9
Note.—CAD correctly annotated 30 malignancies. Most TP CAD annotations were rejected by the observers.
 Table 2 
 Individual Outcome of Observer Study without and with CAD When Lowering 
of Confi dence Score Was Allowed 
FOM Sensitivity (%)
FP Markings per Chest 
Radiograph
Reader Without CAD With CAD Without CAD With CAD Without CAD With CAD
Radiologist
 A 0.73 0.75 63 57 0.25 0.11
 B 0.71 0.70 63 65 0.22 0.28
Average 0.72 0.72 63 61 0.23 0.19
Resident
 C 0.47 0.53 39 41 0.59 0.41
 D 0.60 0.63 69 65 0.75 0.58
 E 0.62 0.65 37 41 0.13 0.12
 F 0.62 0.62 51 55 0.32 0.34
Average 0.58 0.61  49 51  0.45 0.36
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more diffi cult to recognize on chest ra-
diographs ( 23 ), a fact that is refl ected 
in this study by the relatively low sen-
sitivity of the observers. In a previous 
study ( 24 ) analyzing CAD, pulmonary 
malignancies that were inadequately 
visible on chest radiographs were ex-
cluded from the analysis. A very high 
area under the ROC curve of 0.92 was 
reported without the use of CAD. Ob-
server performance was reported to 
improve signifi cantly with CAD, and de-
tection became almost fl awless. When 
we excluded subtle lesions from our 
database and repeated the analysis, we 
also found excellent performance for 
radiologists (FOM, 0.93) and signifi cant 
improvement in FOM to 0.82 for resi-
dents. These results show that classifi -
cation is less problematic in nonsubtle 
lesions and the benefi t of CAD is larger 
in more conspicuous cases, although 
such obvious lesions are less likely to be 
missed in the fi rst place by experienced 
radiologists. 
also been described in a study that used 
CAD for detection, as well as classifi -
cation of suspicious regions ( 22 ). The 
detection function of that CAD system 
annotated suspicious regions, but only 
slightly increased the number of lung 
cancers detected by the observers. 
Similar to our study, cancers initially 
missed by the observers but correctly 
annotated by CAD were frequently re-
jected by the observers. The authors 
report that the missed cases were mainly 
subtle lesions. The reported improve-
ment in radiologists’ performance was 
mainly due to the classifi cation func-
tion that computed the likelihood of 
malignancy for regions indicated by the 
observer. Using this information, the 
observer could then change his or her 
initial decision. 
 All malignancies included in our 
study were depicted with CT during 
lung cancer screening. Malignancies 
detected during CT screening are usu-
ally in an early stage and consequently 
 An interesting observation is that in 
the current study, CAD did not improve 
observer performance. The reason is 
not that the observers disregarded the 
CAD annotations; on the contrary, in 
total, 66 CAD annotations were ac-
cepted and 117 initial observer mark-
ings were removed because CAD did 
not annotate the corresponding region. 
The 66 accepted annotations, pooled 
over all observers, were 12 TP CAD an-
notations of lesions initially missed and 
54 FP CAD annotations. Among the 117 
removed markings were 11 TP lesions. 
This shows that the observers had dif-
fi culties differentiating TP from FP CAD 
annotations. 
 This principle has previously been 
described in a chest radiograph nodule 
detection study in which eye-tracking 
was used. In that study, only a minor-
ity of the lesions were missed due to 
ineffi cient search. The dominant cause 
of unreported nodules proved to be in-
correct decision-making ( 21 ). This has 
 Figure 3 
  
 Figure 3:  (a) Chest radiograph and  (b) CT scan of correctly CAD-annotated adenocarcinoma (arrow). Both radiologists detected the tumor without CAD, but none of 
the four residents marked the region, even after seeing CAD results. 
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 We showed that to improve ob-
server performance for subtle lesions, 
observers need to learn to better dif-
ferentiate between TP and FP CAD an-
notations. Observer training to recog-
nize FP CAD annotations or a change 
in how CAD presents results might lead 
to this goal. In that respect, the lack 
of training of our observers might have 
contributed to the low positive effect of 
CAD. On the other hand, it is, to date, 
unknown how much training would be 
necessary and how strong such learning 
effects would be. 
 CAD systems of the future may not 
only provide annotations, but also as-
sign likelihood that an annotation is 
a true lesion. Alternatively, CAD may 
just display the likelihood of a suspi-
cious area on demand. This approach 
has been shown to improve detection of 
cancers on mammograms ( 25 ). However, 
it requires a low threshold for radiolo-
gists to query potentially suspicious re-
gions marked by CAD, and it also will 
not prevent missing detection errors by 
the radiologist. 
 No consensus exists as to whether it 
is allowed for observers to reduce their 
suspicion when using CAD. Some state 
that radiologists should never reduce 
their initial level of suspicion for mark-
ings, irrespective of the CAD results 
( 20 ). However, the interaction between 
the radiologist’s confidence and the 
CAD markings is unavoidable in clinical 
practice, and fi nal diagnosis will be the 
result of the interaction between the 
individual reader and CAD. Our sepa-
rate analysis under the condition that 
observer ratings could not be reduced 
after seeing CAD results demonstrated 
that this approach actually resulted in 
a 2%–6% higher sensitivity, however, 
at the cost of such an increase of FP 
markings that the FOM decreased sig-
nifi cantly with this approach. 
 The relative high number of FP mark-
ings in our study can be explained by 
the low threshold for calling a mark-
ing positive. Even the lowest rating was 
already counted as a positive reading. 
This threshold is also used in other 
studies that evaluated CAD ( 22,26 ) and 
ensures that all changes made owing to 
CAD are accounted for in the evaluation, 
because observers had a low confi dence 
in most markings that were placed af-
ter seeing the CAD results. 
 Our study was limited by the fact 
that the observers were explicitly asked 
to search for lung nodules. In clinical 
practice, chest radiographs are often 
requested for other reasons than lung 
cancer screening. In such cases, the 
search for lung nodules by radiologists 
is potentially less thorough, and nod-
ules may be overlooked more easily. 
CAD may be more benefi cial in such a 
situation. In addition, there was a bias 
toward calling suspicious abnormali-
ties a lesion, because observers knew 
that the prevalence of cases was higher 
than in a normal screening situation. 
In practice, lower detections rates for 
the observers may therefore be likely. 
How far that will affect their attitude 
toward positive CAD markings is un-
known. Finally, although we did not fi nd 
signifi cant improvement in FOM with 
the use of CAD, we did fi nd a strong 
trend for the residents. All residents 
showed an equal or higher FOM with 
the use of CAD, with an improvement 
that reached a  P level of .08. It is likely 
that this improvement would have yielded 
statistical signifi cance when more cases 
or observers had been included. More 
research is needed to confirm this 
trend for the use of this CAD system by 
residents. 
 We conclude that the detection rate 
of pulmonary malignancies on chest 
radiographs is comparable for current 
CAD software and experienced radiolo-
gists. However, the positive predictive 
value of CAD was limited by the high 
FP rate. Because observers were unable 
to suffi ciently differentiate TP from FP 
annotations, CAD did not signifi cantly 
change nodule detection performance. 
CAD signifi cantly improved detection 
of more conspicuous lesions by less 
experienced observers. For subtle le-
sions, however, additional measures are 
needed to be able to take advantage of 
lesions that were missed by observers 
but were annotated by CAD. Special 
training of readers might help them 
differentiate TP from FP CAD annota-
tions. As an alternative, CAD fi ndings 
might be presented so that they also 
provide an estimation of the probability 
of malignancy. 
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